
SOP: Biometra TOne 01/25 KF 
 

 

Biometra TOne inkl. Gradient function 

 

1) Switch on the device 

 Flip the appliance switch (left, back, bottom) 

 “Anmelden”  “Labor” 

 

2) Insert the PCR reaction tubes 

 open the lid  

 insert 0,2ml tubes/ 96 well plate/ 8 Well strips 

 close lid 

 Turn the lid wheel until it clicks 

 

3)  Start run 

  „Programme“ 

 

A) Create new protocol 

„Neu aus Vorlage“  select „Three-step“   “Vorlage öffnen“  

 add corresponding cycles/ gradients & add name of template 

 „fertig“  „speichern unter“  assign name                 “speichern”     „starten“  

 

B) Open already created protocol  

 

„Files“  Select saved program  „Edit“  adjust annealing temperature/ elongation time „fertig“  

„speichern“  „starten“ 

 

 

 

4) Switch off the device 

 “Programm stoppen”    

 remove samples 

 „Home“  “Ausloggen”  Flip the device switch (left, back, bottom) 


